Simultaneous determination of glutethimide, methyprylon, and methaqualone in serum by gas liquid chromatography.
A gas chromatographic method is described that permits the simultaneous determination of glutethimide, methyprylon, and methaqualone in serum samples. The threshold of sensitivity for each of the three hypnotics is 0.2 mg/1.